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Background and purpose — The aim of short-stem total hip 
arthroplasty is to preserve proximal bone stock for future revi- 
sions, to improve biomechanical reconstruction, and to make min- 
imally invasive approaches easier. It is therefore being increas- 
ingly considered to be a sound alternative to conventional total hip 
arthroplasty, especially for young and active patients. However, it 
is still unknown whether survival rates of short-stem hips match 
current standards. We made a systematic summary of reported 
overall survival after short-stem total hip arthroplasty. 

Materials and methods — We conducted a systematic review 
of English, French, German, and Dutch literature. 2 assessors 
independently identified clinical studies on short-stem hip arthro- 
plasty. After recalculating reported revision rates, we determined 
whether each implant had a projected revision rate of 10% or 
less at 10 years of follow-up or a revision rate per 100 observed 
component years of 1 or less. Stems were classified as "collum", 
"partial collum", or "trochanter-sparing". 

Results and Interpretation — We found 49 studies, or 51 
cohorts, involving 19 different stems. There was a large increase 
in recent publications. The majority of studies included had a 
follow-up of less than 5 years. We found a large number of obser- 
vational studies on "partial collum" and "trochanter-sparing" 
stems, demonstrating adequate survival rates at medium-term 
follow-up. Clinical evidence from "collum stem" studies was lim- 
ited to a small number of studies with a medium-term follow-up 
period. These studies did not show a satisfactory overall survival 
rate. 



In recent years, there has been an increase in uncemented 
total hip arthroplasty in young and more active patients 



(Adelani et al. 2013). The diaphyseal or metadiaphyseal 
anchorage features of uncemented stems may, however, 
cause proximal stress shielding. Concern about potential 
metaphyseal bone loss during future revision — especially in 
younger patients — has led to the quest for a more bone-pre- 
serving implant. Short-stemmed implants were introduced 
with the aim of preserving proximal bone stock for future 
revisions by preventing stress shielding through metaphysi- 
cal bone loading. Furthermore, by following the anatomic 
curvature of the femoral neck, short stems may restore bio- 
mechanical proportions better than conventional stems, and 
tissue-sparing minimally invasive approaches may be easier 
with small curved stems. 

Current total hip arthroplasty stems can be roughly divided 
into the following anchoring principles (Gulow et al. 2007): 

(1) Resurfacing endoprostheses anchoring on the epiphysis; 

(2) Collum endoprostheses solely anchoring on the metaph- 
ysis; (3) Short collum preserving stems anchoring on the 
metaphysis with short anchorage on the diaphysis; and (4) 
Conventional stems anchoring on the metaphysis with a long 
diaphyseal anchorage. 

Collum endoprostheses and short stems may be combined 
with conventional cups and bearings, in contrast to resurfacing 
designs. They are increasingly being considered to be a sound 
alternative, especially for young and active patients. However, 
it is still unknown whether survival rates of short hip stems 
are comparable with conventional uncemented stems. With a 
growing number of short-stem implants being introduced to 
the market, we wanted to summarize in a systematic way the 
reported overall survival after short- stem total hip arthroplasty 
and to compare the survival with the current benchmark level 
for conventional total hip arthroplasty. 
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Material and methods 

Inclusion criteria and study identification 

To be included in this review, a study had to meet the follow- 
ing criteria: a clinical study publishing the complications or 
revision rates of short-stem total hip arthroplasty with a mini- 
mum of 3 months of follow-up. 

We classified the stems that were included into the fol- 
lowing categories (Lombardi et al. 2009, Jerosch 2013): (1) 
"collum"; conical or cylindrical ultra-short stems, with com- 
plete anchorage in the femoral neck; (2) "partial collum"; par- 
tial femoral neck-sparing curved designs; and (3) "trochanter- 
sparing": trochanter-sparing but not neck-sparing, and short- 
ened tapered stem. 

Alternative extramedullary anchorage systems such as the 
thrust-plate prosthesis were excluded. We included random- 
ized controlled trials, prospective and retrospective com- 
parative studies, and observational case series (n > 1). The 
Medline electronic database was searched for relevant trials 
indexed between January 1, 1989, and January 1, 2013, lim- 
ited to the English, French, German, and Dutch languages. A 
medical librarian was consulted to construct an appropriate 
search strategy. The search strategy included general short- 
stem total hip arthroplasty as well as more specific terms 
directed at specific short stems. This resulted in the follow- 
ing search strategy: (((femur OR femoral) AND (collum OR 
neck) AND (conserv* OR preserv* OR sparing OR spare*))) 
OR (cut type[tiab]) OR (taperloc) OR (short-stem*) OR 
(proxima[tiab]) OR (tri-lock[tiab]) OR (fitmoreftiab]) OR 
(mayo[tiab]) OR (methaftiab]) AND (hip replacement OR hip 
arthroplasty [tiab] ) . 

2 assessors independently evaluated (in 2 rounds each) the 
titles, abstracts, and full texts for eligibility. After the second 
round, remaining discrepancies were resolved by consensus 
between the 2 reviewers. Finally, 2 separate reviewers searched 
additional clinical studies by cross-referencing the studies 
included and by searching the internet and relevant chapters in 
books for additional clinical reports (Jerosch 2013). After data 
extraction, again 2 separate assessors confirmed the accuracy 
of the database by reassessment of all the studies included. 
Ambiguous data and duplicate publications were excluded. 

We used the orthopedic pyramid proposed by Schemitsch 
et al. (2010) to classify each study according to its level of 
evidence and development phase The pyramid is a proposal 
for an evidence-based approach to implant development and 
assessment of their safety prior to their widespread implemen- 
tation. As with drug development, the development of ortho- 
pedic devices has 4 phases. Phase 1 is a laboratory phase con- 
sisting of biomechanical studies, basic science investigations, 
and expert opinions. This review did not include phase- 1 stud- 
ies. Phase 2 consists of case series and case-control studies. 
Phase 3 provides comparative evidence through comparative 
cohort studies. The development of a new device is concluded 
by randomized clinical trials in phase 4, thereby providing 



decisive evidence prior to widespread clinical use. Random- 
ized controlled trials were only classified as such if they ran- 
domly investigated 2 or more different types of prosthesis. If 
they investigated other factors, such as the surgical approach, 
by using identical implants in both groups, the study was clas- 
sified as a case series. 

Outcome measurement 

The primary outcome measure was stem revision for any 
reason as the failure endpoint for the stem, the neck in case of 
a modular neck system, or both the cup and stem. We recalcu- 
lated revision rates based on the number of revisions provided 
in the article. Cup revisions alone were not included in the 
calculation. We determined whether each implant showed a 
revision rate consistent with the National Institute of Clini- 
cal Excellence (NICE) benchmark of 10% or less at 10 years 
of follow-up (Dillon 2013). If follow-up was less than 10 
years, we determined whether the stem was on target to meet 
the 10-year benchmark. We calculated the revision per 100 
observed component years for each study, stem type, and 
stem category. This method was previously used by the Qual- 
ity of Literature in Arthroplasty (QoLA) project, initiated by 
the EFORT and the European Arthroplasty Registry (EAR), 
to compare clinical and arthroplasty registry datasets for hips 
and knees (Labek et al. 201 1). The formula for the calculation 
is: number of cases of revision surgery for any reason divided 
by the number of component years observed and multiplied by 
100. The advantage of this method is that it allows compari- 
son of datasets adjusted for the 2 main factors influencing the 
value of individual cohorts: number of cases and follow-up 
period. A value of 1 represents a 1% revision rate at 1 year and 
a 10% revision rate at 10 years. Thus, a value of 1 or less is 
required to meet the NICE benchmark. 

The mean follow-up of each stem category and stem type 
was calculated relative to the number of patients (n) in each 
study, as follows: (follow-up studyA x n studyA ) + (follow-up study 

B X "study b) ' "study A + "study B' 

We calculated the mean revision rate per 100 observed com- 
ponent years of each stem category and stem type as well as 
the corresponding standard deviation (a) and 95% confidence 
interval (CI) using Microsoft Excel version 14.1.3. When 
assuming an a of 0.05, the corresponding 95% CI was calcu- 
lated as: mean ± 1.96 (a/vn). Where there were inconsistent 
results, we calculated revision rates and the mean revision rate 
per 100 observed component years of the group with and with- 
out the outlier. 



Results 

We included 49 studies involving 19 different stem types and 
6,495 patients. 2 studies compared 2 different short stems, 
which for clarity will be presented as individual studies, result- 
ing in a total of 51 individual short-stem cohorts (Hallan et al. 
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b Acta = Acta Orthopaedica; Acta B = Acta Orthopaedica Belgica; Acta C = Acta chirurgiae orthopaedicae et traumatologiae Cechoslovaca; 
AOTS = Archives of Orthopaedic and Trauma Surgery; BSI = Biomedical sciences instrumentation; 
book = book chapter in "Kurzschaftendoprothesen" Jerosch 2013; CORR = Clinical Orthopaedics and Related Research; 
DO = Der Orthopade; UIP = International Journal of Immunopathology and Pharmacology; IO = International Orthopedics; 
JBJS Br = Journal of Bone and Joint Surgery British Volume; JOT = Journal of Orthopaedics and Traumatology; Hip Int = Hip International; 
0 = Orthopedics; OOT = Operative Orthopadie und Traumatologie; OTR = Ortopedia, traumatologia, rehabilitacja; 

THC = Technology and Health Care; ZO = Zeitschrift fur Orthopadie und ihre Grenzgebiete; ZOU = Zeitschrift fur Orthopadie und Unfallchirurgie. 



2006, Logroscino et al. 2011). There were 39 studies with a more than 10 years. 25 studies included 50 patients or less, 
follow-up period of 5 years or less, 9 studies with a follow-up 9 studies between 50 and 100 patients, 10 studies between 
of between 5 and 10 years, and 3 studies with a follow-up of 100 and 200 patients, and 7 studies included more than 200 
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Survival (%) - collum stems 




7 8 9 10 
Follow-up (years) 

Figure 1. Reported survival of collum stems by each individual study, 
follow-up period, and the projected deviation from the NICE bench- 
mark of 90% survival at 10 years of follow-up. The number of included 
patients is displayed next to each study. 



patients. The majority of studies were level-4, phase-2 studies 
(n = 46). 3 studies were classified as a comparative case series 
(level-2, phase-3) and 2 studies were classified as random- 
ized clinical trials (RCTs) (level- 1, phase-4). We found a large 
increase in recent short-stem hip publications. While only 12 
studies had been published before 2007, 
13 studies appeared between 2007 and 
2010 and 26 studies appeared between 
2010 and 2013. The reported survival rate 
for each individual study in relation to the 
number of cases, follow-up period, and 
the projected deviation from the NICE 
benchmark of at least 90% survival at 10 
years of follow-up is shown graphically in 
Figures 1-3. 

Collum stems 

We found 7 collum stem studies, report- 
ing on 3 stem types in 540 patients (Table 
1). Mean follow-up of collum stems was 
4.4 (2.0-6.0) years. The mean follow-up 
of the CUT (ESKA Implants AG, Lubeck, 
Germany) was 4.4 (3.1-6.0) years. We 
only found 2 other collum stem type case 
series, with the Gothenburg Osseointe- 
grated Titanium Mk. II (GOT) stem and 
the Spiron stem (K-Implant GmbH, Garb- 
sen, Germany), both with a small number 
of patients (20 and 34) and a short follow- 
up period of 2 years. Although the follow- 
up was short and the sample size small, 
the GOT stem study reported no stem 
revisions when compared with a cemented 



Spectron femoral stem (Smith and Nephew, London, UK) in 
an RCT (Carlsson et al. 2006). 

For collum stems, Figure 1 shows large differences of 
reported survival of the CUT stem between studies. The mean 
revision rate per 100 observed component years for collum 
stems was 2.0 (CI: 1.8-2.2) (Table 2). 3 out of 5 CUT studies 
showed a survival rate below the projected 90% survival at 10 
years of follow-up. 1 series with 82 patients had survival as 
low as 62% (3 1 revisions) at 6 years of follow-up (Ishaque et 
al. 2009). Both the CUT and the Spiron showed a revision rate 
per 100 observed component years of > 1. When excluding the 
outlier with a survival rate of 62% at 6 years of follow-up, the 
revision rate per 100 observed component years of the CUT 
stem was 1.6 (Table 2). 

Partial collum stems 

We found 24 partial collum stem studies, reporting on 8 stem 
types in 2,357 patients (Table 1). Mean follow-up was 4.0 
(0.5-15) years. The CFP (Waldemar Link GmbH & Co. KG, 
Hamburg, Germany) had the longest reported mean follow-up 
of 5.1 (3.0-11) years in 9 studies, and the Optimys (Mathys 
Medical, Bettlach, Switzerland) had the shortest follow-up of 
0.5 years in a single case series. 1 Biodynamic stem study with 
a follow-up of 15 years was excluded due to ambiguous data 
(Pipino 2000). In this study, only 44 out of the initial 56 con- 
secutive hips were evaluated. Whether the remaining 12 hips 



Table 2. Mean revisions per 1 00 observed component years for each stem category and 
stem type individually 
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Survival (%) - partial collum stems (1) 
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Figure 2. Panels I and II. Reported survival of partial collum stems by each individual study, follow-up period, and the projected deviation from the 
NICE benchmark of 90% survival at 10 years of follow-up. The number of included patients is displayed next to each study. 



were revised or lost to follow-up, or whether the patient had 
died, is unclear. The Biodynamic stem is no longer available. 

Figure 2 panels I and II show a survival rate above the 
benchmark for most partial collum stems, with a mean revi- 
sion rate per 100 observed component years of 0.64 (CI: 
0.60-0.68) (Table 2). However, in a small single case series 
of 15 patients the Delphi-M (ESKA Implants) showed a sur- 
vival of 87% after 3.1 years (Figure 3 panel I and Table 2). In 
2009, production of the Dephi-M ceased for economic reasons 
(Budde et al. 2012). There was an Optimys stem revision in a 
single case series of 63 patients with a short follow-up period 
of 6 months (Pfeil et al. 2013). This stem revision was due to 
a periprosthetic fracture after a fall by an elderly patient with 
dementia. This single revision resulted in a revision rate per 
100 observed component years of 3.2. 

Figure 2 panels I and II show survival rates above the bench- 
mark for the CFP, the Nanos (Smith and Nephew, London, 
UK), the COLLO-MIS (Lima, Udine, Italy), and the MiniHip 
(Corin, Cirencester, UK). We found only 1 small case series 
with the Delphi-M stem, which had a survival rate below the 
benchmark (Figure 2 panel I) (Budde et al. 2012). The survival 
of the Metha stem (B. Braun, Melsungen, Germany) varied 
greatly between studies, with some reporting survival rates 
below and others above the benchmark (Figure 3 panel II). 
The revision rate per 100 observed component years for all 7 
Metha stem studies combined was 1.2 (CI: 1.1-1.4) (Table 2). 

Trochanter-sparing stems 

We found 20 trochanter-sparing studies reporting on 8 stem 
types in 3,628 patients (Table 1). The mean follow-up was 
3.4 (0.3-12) years (Table 2). Both the Profile and the Pro- 
file hydroxyapatite- (HA-) coated stem (DePuy, Warsaw, IN) 
showed the longest reported mean follow-up of 12 years in 
the same study (Hallan et al. 2006). Clinical reports on both 
of these stems were limited to this single case study, and both 



groups in this study consisted of only 25 patients. Although 
the survival of both stems was adequate, the addition of the 
HA coating appeared to be more favorable (Table 2, Figure 3 
panel I). 

We found 10 studies on the Mayo stem (Zimmer) involving 
1,853 patients (Table 1), with a mean follow-up of 5 (0.3-7) 
years. 1 study compared the Mayo stem with an uncemented 
ABG stem (Stryker Howmedica Inc., Rutherford, NJ) in an 
RCT and found 100% survival of 45 hips after a short fol- 
low-up period of 3 months (Hube et al. 2004). The remaining 
studies were all case series. Although survival varied among 
Mayo stem studies, the majority of the larger case series had 
a survival rate exceeding the benchmark (Figure 3 panel II), 
reflected by a mean revision rate per 100 observed component 
years of 0.8 (Table 2). 

The Aida stem (Implantcast, Buxtehude, Germany) was the 
only trochanter-sparing stem with a survival below the bench- 
mark in 35 hips with a mean follow-up of 15 months. The 
survival rate of 97% was the result of a single stem revision 
due to a periprosthetic fracture after a fall on the seventh post- 
operative day (Mumme 2013). Due to the short follow-up and 
small sample size, this single revision resulted in a revision 
rate per 100 observed component years of 2.3. All remain- 
ing trochanter-sparing stems had excellent survival rates with 
revision rate per 100 observed component years at or below 
the benchmark of 1, resulting in a mean revision rate per 100 
observed component years of 0.8 (CI: 0.77-0.83) (Table 2). 



Discussion 

We found a large number of partial collum and trochanter- 
sparing stem observational case series showing adequate sur- 
vival rates at medium-term follow-up. Considering the large 
number of collum stems currently on the market, we expected 
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Figure 3. Panels I and II. Reported survival of trochanter-sparing stems by each individual study, follow-up period, and the projected deviation from 
the NICE benchmark of 90% survival at 1 0 years of follow-up. The number of included patients is displayed next to each study. 



to find more studies on collum stems. Clinical evidence for 
collum stem studies was limited to a small number of stud- 
ies with a medium-term follow-up period. These studies did 
not show a satisfactory overall survival rate. We found a 
large increase in publications on short-stem hip arthroplasty 
in recent years. This recent trend illustrates the evolution of 
today's market towards bone- and tissue-sparing total hip 
arthroplasty. We therefore suspect that several short-stem 
studies were published after January 1, 2013, which were not 
included in this review. 

There is no clear definition of what a short stem is. After 
roughly classifying the stem-anchoring principles in 4 groups, 
Gulow et al. (2007) provided a rather arbitrary distinction 
between group 3 (short stems) and group 4 (conventional 
stems): short stems are (in today's language) hip implants that 
are anchored in the metaphysis and the proximal part of the 
diaphysis and are shorter than the classic standard stems. In 
the absence of a clear definition of "short", some trochanter- 
sparing type stems included in this review, such as the Cita- 
tion, may be on the borderline of being short. The exclusion 
of other conventional stems with a short diaphyseal anchorage 
was somewhat arbitrary. 

We classified the short stems in 3 categories, despite pos- 
sible overlap. For example, the Mayo stem requires preserva- 
tion of a small intact cortical ring in which cancellous bone is 
impacted for its stability (Falez et al. 2008). Since this ring is 
fairly small, we did not consider that femoral neck preserva- 
tion is its main feature. In addition, design features of stems 
within the same category may differ as well, such as coatings, 
three-dimensional shapes, modular necks, curvatures, and 
integrated anteversion angles. 

The geometrical differences result in different levels of 
resection and variations in the restoration of offset and leg 
length between short stems, especially in coxa valga or coxa 
vara patients. By templating 19 different short stems on the 



anteroposterior pelvic radiographs of 3 patients with markedly 
different caput-collum-diaphyseal angles, Babisch (2013) 
demonstrated large offset and leg length differences between 
stems. Few stems achieved good reconstruction of leg length 
and offset in all 3 patients. All these stems were partial collum 
or trochanter-sparing stems: Fitmore, CFP, MiniHip, Optimys, 
and Global tissue-sparing stems (Biomet, Warsaw, IN). 

To our knowledge, our study is the first to summarize the 
clinical results of all 3 categories of short-stem hip arthroplasty 
stems. Our results agree with a previous systematic review by 
Rometsch et al. (2012), which summarized the survival of all 
short-hip stems with a "modern" trochanter-sparing design and 
included both partial collum and trochanter-sparing stems. The 
authors included 14 studies with a total rate of revision for any 
reason per 100 observed component years of 0.38, while we 
included 44 partial collum and trochanter-sparing stem studies 
with a total revision rate per 100 observed component years of 
0.70. They included a thorough assessment of the study qual- 
ity and found high variability, with no apparent association 
between study quality and survival. The authors concluded that 
even though the early survival rates of these types of stems 
appeared to be comparable to those of other uncemented stems, 
most of the publications that were included presented only 
short-term data. Similarly to Rometsch et al. (2012), virtually 
all studies in our review were observational case series, few 
of which had a follow-up of more than 5 years. The majority 
of short-stem hip arthroplasty studies consisted of level-4 case 
series, with only 2 small-sized randomized clinical studies with 
a short follow-up period. In observational studies, there is the 
inherent risk of selection bias if the ideal patients are selected 
for these procedures. Furthermore, most of these studies were 
performed by hip surgeons with special interest in total hip 
arthroplasty, resulting in expertise bias. This emphasizes the 
need for well-constructed RCTs to evaluate hip implant inno- 
vations. 
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Consistent with Rometsch et al. (2012), we used the revi- 
sion rate per 100 observed component years to summarize 
revision data based on several studies with different numbers 
of cases and follow-up periods. This method allows compar- 
ison of datasets adjusted for the 2 main factors influencing 
the value of individual cohorts: number of cases and follow- 
up period (Labek et al. 2011). However, this indicator does 
not completely correspond to revision rates from hip arthro- 
plasty registries. It assumes a linear distribution of revision 
over time, although arthroplasty data show relatively more 
revisions within the first year. However, the small differences 
between back-calculated values based on the revision rate per 
100 observed component years and the registry data actually 
measured had no effect on the overall result, especially when 
more significant confounders were taken into consideration. 
These confounders include population demographics, surgi- 
cal expertise, or the influence of a national public healthcare 
system. This may cause differences in survival of up to a factor 
3 between individual departments and individual implants, 
and even between national registries when comparing the sur- 
vival rates of the same implant. The large effect of confound- 
ers on survival complicates drawing conclusions from small 
deviations from the benchmark, since they may be caused by 
factors other than the type of implant. Moreover, a systematic 
review of reports from worldwide registry datasets showed a 
mean revision rate per 100 observed component years of 1.29 
after primary total hip arthroplasty, which corresponds to a 
revision rate of 12.9% after 10 years (Labek et al. 201 1). Thus, 
strict adherence to the benchmark of less than 1 revision per 
100 observed component years when evaluating innovative 
hip implants is debatable. 

In addition, while revision rate per 100 observed compo- 
nent years may be a suitable indicator in large series with 
long-term follow-up, its use is of limited value in small case 
series or studies with a short follow-up period. In these case 
series the denominator is small, with a resultant large effect 
of a single revision on the numerator. Although most likely 
unrelated to the type of implant, the single revision for a peri- 
prosthetic fracture resulted in a high revision rate per 100 
observed component years for both the Optimys and the Aida 
stem series (Mumme 2013, Pfeil et al. 2013). Nonetheless, the 
consistently good survival rates in several larger and smaller 
case series of other stems, such as the CFP, the Metha, and the 
Mayo, indicate that the medium-term survival of these stems 
is likely to be comparable to that of conventional uncemented 
stems (Figure 2 panels I and II, and Figure 3 panel II). 

Our study only provides information on the durability 
of these implants, but not their potential clinical benefits. 
Smaller curved stems should more easily enable minimally 
invasive hip approaches. Therefore, with the increased popu- 
larity of minimally invasive hip approaches, the use of smaller 
curved stems is becoming more widespread. In a systematic 
review of published results of short and standard-length stems 
inserted though a minimally invasive approach, McElroy et al. 



(2011) determined whether 1 type of implant was preferable. 
Although some authors used a short stem with a minimally 
invasive approach, the majority of studies used a conventional 
stem. Successful functional outcomes and adequate survival 
were reported for both stem types. 

Retaining the femoral neck by using collum and partial 
collum short stems potentially improves biomechanical recon- 
struction. An increase in horizontal offset correlates positively 
with abductor strength, although too much offset may cause 
trochanteric bursitis and possibly a higher stem failure rate 
(Kamada et al. 2011, Schmidutz et al. 2012a). Previous stud- 
ies have shown an increase in horizontal femoral offset, within 
the beneficial range, when using partial collum stems (Jerosch 
et al. 2012, Schmidutz et al. 2012a). However, due to the 
higher femoral resection, restoration of limb length was more 
difficult with a tendency for leg lengthening (Confalonieri et 
al. 2008, Schmidutz et al. 2012a, Van Oldenrijk et al. 2013). 

The load of short stems on proximal metaphyseal bone 
should prevent proximal stress shielding and long-term oste- 
olysis. However, several studies using periprosthetic CT 
osteodensitometry and DXA have shown progressive loss of 
metaphyseal cortical and cancellous bone density loss with 
use of a short stem. Furthermore, bone density loss in Gruen 
zones 3, 4, and 5, below the trochanter minor, was signifi- 
cantly lower or absent, thereby suggesting diaphyseal fixation 
(Roth et al. 2005, Logroscino et al. 201 1, Schmidt et al. 201 1, 
Kress et al. 2012, Lazarinis et al. 2013). 

In conclusion, despite favorable medium-term revision rates 
suggested by observational studies, there remains a need for 
long-term RCTs, registry data, biomechanical analyses, and 
bone density measurement to affirm the benefits of short-stem 
hip arthroplasty. 
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